1. Introduction
===============

Bone grafts are frequently required to repair skeletal defects due to disease, trauma and congenital defects \[[@B1-materials-08-01162],[@B2-materials-08-01162]\]. Bone scaffolds are one of the three key elements for bone grafts \[[@B3-materials-08-01162]\]. There is an urgent need in bone repair field to develop biological applicable scaffolds, which could guide bone regeneration in defects \[[@B4-materials-08-01162]\]. To fulfill bone repair requirements, scaffolds should possess bioactivity, biocompatibility and porous structure, and provide a structural support for the growth of cells and regeneration of tissues \[[@B5-materials-08-01162],[@B6-materials-08-01162],[@B7-materials-08-01162],[@B8-materials-08-01162],[@B9-materials-08-01162]\].

Hydroxyapatite \[Ca~10~(PO~4~)~6~(OH)~2~, HAp\] with solid \[[@B10-materials-08-01162],[@B11-materials-08-01162]\] or hollow shape \[[@B12-materials-08-01162],[@B13-materials-08-01162],[@B14-materials-08-01162]\] is widely used calcium phosphate as a scaffold material in clinical application because of its similar mineral component to the human nature bone \[[@B15-materials-08-01162],[@B16-materials-08-01162],[@B17-materials-08-01162],[@B18-materials-08-01162]\]. Several recent studies have been performed and show that HAp ceramics possesses excellent bioactivity and biocompatibility \[[@B10-materials-08-01162],[@B11-materials-08-01162],[@B12-materials-08-01162],[@B19-materials-08-01162]\]. Besides, selective laser sintering (SLS) is an effective way to develop porous scaffolds with an intricate and controllable internal structure \[[@B4-materials-08-01162],[@B20-materials-08-01162]\]. Moreover, it is hard to achieve a high densification by using SLS because of the short interaction time (0.2--200 ms) between the laser beam and material powders in the process of sintering. In general, the densification has direct effects on the mechanical properties of ceramics \[[@B21-materials-08-01162]\].

Liquid phase sintering (LPS) is an effective approach to improve the densification \[[@B22-materials-08-01162]\]. It involves three overlapping processes: (a) crystallite rearrangement; (b) coarsening by solution-reprecipitation; and (c) grain coalescence \[[@B23-materials-08-01162]\]. In the processes, a close spatial arrangement is obtained due to the formation of capillary force \[[@B24-materials-08-01162]\]. In recent years, LPS has been used to improve the mechanical properties of ceramics. Mikinori Hotta *et al.* \[[@B25-materials-08-01162]\] sintered SiC ceramics using AlN­Y~2~O~3~ as a liquid phase and found that flexural strength was increased to 1000 MPa by improving the densification. Defu Liu *et al.* \[[@B26-materials-08-01162]\] reported that the fracture toughness and compression strength of β-TCP scaffolds were increased by 18.18% and 4.45% using poly-L-lactic acid (PLLA) as a liquid phase, respectively, compared with those of β-TCP scaffolds without PLLA. Uma Batra *et al.* \[[@B27-materials-08-01162]\] reported that the sintered density and compression strength of HAp composites were improved using CaO-Na~2~O-P~2~O~5~-based additives as liquid phase.

Various oxides such as calcium oxide (CaO), alumina (Al~2~O~3~) or silicon oxide (SiO~2~) are the representative additives that have been widely used in HAp based ceramics \[[@B28-materials-08-01162],[@B29-materials-08-01162]\]. The presence of small amounts of CaO, Al~2~O~3~ and SiO~2~, which form liquid phases in the grain boundaries, can affect sintering behavior and thus enhance the densification \[[@B30-materials-08-01162]\]. Moreover, silicon (Si) ion is beneficial to cells growth, mineralization of calcined tissues and bone calcification \[[@B31-materials-08-01162]\]. In this paper, the CaO-Al~2~O~3~-SiO~2~ (CAS) ternary-oxide system was selected as a liquid phase to sinter the HAp ceramics. The effects of CAS content on the microstructure and mechanical properties of HAp ceramics were investigated. The *in vitro* bioactivity and biocompatibility were evaluated using simulated body fluid (SBF) and MG-63 cells culture experiments, respectively.

2. Results and Discussion
=========================

2.1. Microstructural Analysis
-----------------------------

The micromorphologies of the initial powders were displayed in [Figure 1](#materials-08-01162-f001){ref-type="fig"}. The HAp powders showed a granule shape with an average size of 20 nm ([Figure 1](#materials-08-01162-f001){ref-type="fig"}a). The CAS powders have a particle size range of 0.5--5 μm ([Figure 1](#materials-08-01162-f001){ref-type="fig"}b).

![The initial powders: (**a**) hydroxyapatite (HAp); and (**b**) CaO-Al~2~O~3~-SiO~2~ (CAS).](materials-08-01162-g001){#materials-08-01162-f001}

The micrographs of the HAp ceramics without or with CAS were shown in [Figure 2](#materials-08-01162-f002){ref-type="fig"}a--f, corresponding to CAS contents of 0, 1, 2, 3, 4 and 5 wt%, respectively. The grains of HAp ceramics without CAS were loose ([Figure 2](#materials-08-01162-f002){ref-type="fig"}a), which indicated that they were not well sintered. The intergranular spacing of HAp ceramics decreased with increasing CAS from 1 to 2 wt% ([Figure 2](#materials-08-01162-f002){ref-type="fig"}b,c). When CAS content was 3 wt%, a fully dense structure was obtained, and grain boundary phase appeared ([Figure 2](#materials-08-01162-f002){ref-type="fig"}d). EDS analysis further demonstrated that grains were consist of Ca, P and O elements ([Figure 2](#materials-08-01162-f002){ref-type="fig"}g) and grain boundaries were consist of Ca, Si, Al and O elements ([Figure 2](#materials-08-01162-f002){ref-type="fig"}h), indicating CAS formed a liquid phase around the HAp grains. Moreover, the grains uniformity of the HAp ceramics with 3 wt% CAS significantly improved compared with that of other compositions. The excessive grain boundary phase formed when CAS content was 4 or 5 wt% ([Figure 2](#materials-08-01162-f002){ref-type="fig"}e,f). It was evident to illustrate that CAS liquid phase could wet HAp crystalline grain and promote densification. The grains shape transformed from polygon to round shape gradually, which indicated the HAp grains dissolved and transformed in sintering process.

It was obvious that CAS could form a viscous flow under the sintering conditions. In liquid phase sintering theory \[[@B23-materials-08-01162]\], the solid particles were completely wetted by the viscous flow, which generated abundant capillary force between the particles. It facilitated densification via rearranging the particles to produce better arrangement, and via providing a rapid spread channel between the particles to realize rapid mass transfer in dissolution-reprecipitation process. According to the micrographs, though there was no evidence of reprecipitation, CAS formed a viscous flow during sintering.

![The morphologies of the HAp ceramics without or with CAS: (**a**) 0; (**b**) 1; (**c**) 2; (**d**) 3; (**e**) 4; and (**f**) 5 wt% and energy dispersive spectroscopy (EDS) spectrums: (**g**) A; (**h**) B.](materials-08-01162-g002){#materials-08-01162-f002}

2.2. Mechanical Characterization
--------------------------------

The effects of CAS content on the compression strength and fracture toughness of the HAp ceramics were illustrated in [Figure 3](#materials-08-01162-f003){ref-type="fig"}. According to the histogram, both the compression strength and fracture toughness plots showed a similar trend. The compression strength and fracture toughness were enhanced when CAS was added. The optimal compression strength and fracture toughness were achieved for the HAp ceramics with 3 wt% CAS, reaching 22.22 ± 0.77 MPa and 1.68 ± 0.06 MPa·m^1/2^, respectively, which represented 105% improvement in compression strength and 63% improvement in fracture toughness compared with those of the HAp ceramics without CAS. However, both of the compression strength and fracture toughness were decreased with further increasing CAS.

The results indicated that CAS had a positive effect on the compression strength and fracture toughness. The improvement of compression strength and fracture toughness was attributed to uniform grains and improved densification, which was achieved through the solid particle rearrangement caused by capillary force during liquid phase sintering \[[@B32-materials-08-01162]\]. The more additive doped, the better densification was. Moreover, if the ceramics were sintered to nearly full density, the presence of CAS decreased the mechanical properties due to the excessive grain boundary phase, which separated HAp grains \[[@B33-materials-08-01162]\]. The HAp ceramics with 3 wt% CAS exhibited favorable mechanical properties; so, they were chosen to perform *in vitro* bioactivity and biocompatibility tests.

![Compression strength and fracture toughness of the HAp ceramics as a function of CAS.](materials-08-01162-g003){#materials-08-01162-f003}

2.3. SBF Study
--------------

The average Vickers hardness of the HAp ceramics without or with CAS was shown in [Figure 4](#materials-08-01162-f004){ref-type="fig"}. The Vickers hardness was increased with increasing CAS from 0 to 3 wt%. However, it decreased with further increasing CAS to 4 or 5 wt%. The maximum Vickers hardness of 4.47 ± 0.05 GPa (an increase of 11% over that of the HAp ceramics without CAS) was obtained with 3 wt% CAS. The results showed a similar variation with the compression strength and fracture toughness. After immersion in SBF at different time, the Vickers hardness was decreased slightly, which indicated that the HAp ceramics could maintain the mechanical properties even if they were immersed in SBF. In general, to maintain mechanical properties during immersion period, it was necessary to develop the bone scaffolds with controlled mechanical properties loss \[[@B34-materials-08-01162]\].

![Vickers hardness of the HAp ceramics as a function of immersion time in simulated body fluid (SBF).](materials-08-01162-g004){#materials-08-01162-f004}

The morphologies of apatite on the HAp ceramics with 3 wt% CAS after immersion in SBF at different time were observed by SEM ([Figure 5](#materials-08-01162-f005){ref-type="fig"}). At initial stage of immersion, some precipitations formed and dispersed on the HAp ceramics surface ([Figure 5](#materials-08-01162-f005){ref-type="fig"}a). After immersion for 14 days, the precipitation nucleated whilst apatite almost covered on the HAp ceramics surface completely ([Figure 5](#materials-08-01162-f005){ref-type="fig"}b). At day 21 after soaking in SBF, the porous hemispherical pellets were observed ([Figure 5](#materials-08-01162-f005){ref-type="fig"}c). After 28 days, these hemispherical pellets were further connected to each other and formed a sponge-like apatite layer ([Figure 5](#materials-08-01162-f005){ref-type="fig"}d). The bone-like apatite layer formed as consequence of the dissolution and precipitation process of the HAp ceramics \[[@B35-materials-08-01162]\]. Besides, Ca, P and Si ions were released from the HAp ceramics and presented nucleus to form the apatite. The results of SBF study indicated that the HAp ceramics with 3 wt% CAS had an outstanding bioactivity.

![The HAp ceramics with 3 wt% CAS after immersion in SBF for (**a**) 7; (**b**) 14; (**c**) 21; and (**d**) 28 days.](materials-08-01162-g005){#materials-08-01162-f005}

2.4. Cell Culture
-----------------

Osteoblast-like MG-63 cells were cultured on the HAp ceramics for 1, 3 and 5 days, respectively. The micromorphological features of cells after cultivation were shown in [Figure 6](#materials-08-01162-f006){ref-type="fig"}. At day 1 after seeding, the MG-63 cells adhered with pseudopodia on the HAp ceramics, and exhibited a spherical morphology ([Figure 6](#materials-08-01162-f006){ref-type="fig"}a). After 3 days, the cells changed to flat morphology. Besides, extracellular matrix, which was secreted by the MG-63 cells, appeared and covered on the HAp ceramics ([Figure 6](#materials-08-01162-f006){ref-type="fig"}b). With the culture time increasing to 5 days, the HAp ceramics were completely covered with the cells and extracellular matrix ([Figure 6](#materials-08-01162-f006){ref-type="fig"}c). Simultaneously, the cells exhibited elongated and flat morphology, and proliferated well on the HAp ceramics. This *in vitro* experiment indicated that the HAp ceramics with 3 wt% CAS possessed excellent biocompatibility in terms of the MG-63 cells culturing.

![The MG-63 cells cultured on the HAp ceramics with 3 wt% CAS for (**a**) 1; (**b**) 3; and (**c**) 5 days.](materials-08-01162-g006){#materials-08-01162-f006}

3. Experimental Section
=======================

3.1. Materials and Method
-------------------------

HAp composite powders with different amounts of CAS were prepared in following steps. Firstly, CAS was prepared by mixing 23.3 wt% CaO (Kemiou Chemical Reagent Co., Tianjin, China), 14.7 wt% Al~2~O~3~ (Wanjing New Material Co., Hangzhou, China) and 62.0 wt% SiO~2~ (Emperor Nano Material Co., Nanjing, China) in an appropriate amount of anhydrous alcohol followed by ultrasonic dispersion for 50 min. The dispersed powders were put in the drying oven at 60 °C for 8 h. Afterwards, they were ground into fine powders by using a mortar and pestle. Commercially available medical grade HAp (Emperor Nano Material Co., Nanjing, China) was used for this research. Finally, 1, 2, 3, 4 and 5 wt% of CAS were added into HAp, respectively, followed by ball milling for 6 h.

A home-made SLS system was used in this study \[[@B36-materials-08-01162]\]. In the SLS system, the scaffolds preparation was conducted using the following procedure: firstly, the prepared HAp composite powders with a layer thickness of 0.1--0.2 mm were laid on working platform. Secondly, the powders were sintered selectively using a focused laser beam. The sintering track was controlled directly by computer-aided design (CAD). Thirdly, the working platform moved down with a layer's height while the sintering of former layer was completed. Subsequently, the powders were laid and sintered repeatedly. Finally, when sintering was completed, three-dimensional scaffolds were obtained after brushing off the unsintered powders externally and internally. All sintering parameters were remained constant during sintering and shown in [Table 1](#materials-08-01162-t001){ref-type="table"}. The scheme of the preparation of CAS-containing HAp was presented in [Figure 7](#materials-08-01162-f007){ref-type="fig"}.

materials-08-01162-t001_Table 1

###### 

Parameters setting for selective laser sintering.

  Parameters   Spot Diameter (mm)   Scan Spacing (mm)   Laser Power (W)   Scan Speed (mm/min)   Layer Thickness (mm)
  ------------ -------------------- ------------------- ----------------- --------------------- ----------------------
  Value        1.0                  2.0                 6                 100                   0.1--0.2

3.2. Microstructural Analysis
-----------------------------

The HAp ceramics without or with CAS were etched using 5% hydrofluoric acid solution for 5 min. The initial powders and HAp ceramics were coated with gold for 100 s in a sputtering machine (JFC-1600 auto fine coater, JEOL Ltd., Tokyo, Japan). Scanning electron microscopy (SEM, TESCAN MIRA3 LMU, Co., Brno, Czech) was used to observe and analyze the microstructure of the initial powders and HAp ceramics. Energy dispersive spectroscopy (EDS, Oxford X-Max20, Inc., Oxford, UK) was performed for chemical microanalysis.

3.3. Mechanical Characterization
--------------------------------

The compression strength, fracture toughness and Vickers hardness of the HAp ceramics with different contents of CAS were investigated. The compression strength was tested by a universal testing machine (Zhuoji Instruments Co., Ltd., Shanghai, China) with the crosshead speed of 0.5 mm/min. The compression strength was determined by the stress-strain curve obtained from the compression test.

![Scheme for the preparation of CAS-containing HAp.](materials-08-01162-g007){#materials-08-01162-f007}

The Vickers hardness was tested on the polished surface of the HAp ceramics using a Vickers microhardness tester (HXD-1000TM/LCD, Digital Micro Hardness Tester, Taiming Optical Instrument Co., Ltd., Shanghai, China) with a maximum load of 4.9 N and an interaction time of 15 s. In the test, the indentation was obtained with a Vickers diamond indenter. The fracture toughness was calculated by the Equation (1) \[[@B37-materials-08-01162]\]: where *K~IC~* is the fracture toughness (MPa·m^1/2^); *P* is the indentation load (N); and *c* is the induced radial crack length (m). In this study, five specimens with each composition were performed to get an average compression strength, fracture toughness and Vickers hardness. The results were recorded as means ± standard deviation.

3.4. SBF Study
--------------

SBF has been used widely to study the *in vitro* bioactivity of bioceramic materials by examining the formation of bone-like apatite layer, which played an important impact on the tissue adhesion \[[@B38-materials-08-01162]\]. In this study, SBF solution was prepared according to the process introduced by Kokubo *et al.* \[[@B39-materials-08-01162]\]. The ion concentrations of SBF were similar to human body plasma as shown in [Table 2](#materials-08-01162-t002){ref-type="table"}. The HAp ceramics were immersed in SBF solution, which was replaced every day. The HAp ceramics were extracted from SBF after 7, 14, 21 and 28 days, respectively, followed by cleaning out with distilled water and dried at 60 °C. After immersion in SBF, the Vickers hardness of the HAp ceramics was measured; the morphologies of the HAp ceramics were observed under SEM.

materials-08-01162-t002_Table 2

###### 

The ions concentration of human blood plasma and SBF.

  Ions           Ions Concentration (mmol·L^−1^)                                          
  -------------- --------------------------------- ----- ----- ----- ------- ----- ------ -----
  Blood plasma   142.0                             5.0   2.5   1.5   103.0   1.0   27.0   0.5
  SBF            142.0                             5.0   2.5   1.5   147.8   1.0   4.2    0.5

3.5. Cell Culture
-----------------

Osteoblast-like MG-63 cells were used to investigate the biocompatibility of the HAp ceramics. Before seeding, the HAp ceramics were sterilized by 70% ethanol for 30 min and then further sterilized by ultraviolet light (UV) for 1 h. Cells were seeded on the HAp ceramics at a density of 3 × 10^4^ cells/well in a 12-well plate. Cultivation was performed in Dulbecco's Modified Eagle's Medium (DMEM) supplementing with 10% fetal bovine serum (FBS), and maintained in a humidified condition containing 5% CO~2~ at 37 °C for 1, 3 and 5 days, respectively. After every culture time, the HAp ceramics were extracted from the DMEM and washed with phosphate buffered saline (PBS) to remove non-adherent cells. The cells were fixed in 2.5% glutaraldehyde for 40 min and dehydrated in an alcohol concentration gradient (70%, 80%, 90% and 100%) for 10 min, respectively. The morphologies of MG-63 cells after different culture time were observed under SEM. The scheme of cultivation of MG-63 cells was presented in [Figure 8](#materials-08-01162-f008){ref-type="fig"}.

![Scheme for cultivation of MG-63 cells.](materials-08-01162-g008){#materials-08-01162-f008}

4. Conclusions
==============

In this paper, the HAp ceramics with different contents of CAS (0, 1, 2, 3, 4 and 5 wt%) were prepared by SLS. Mechanical properties of the HAp ceramics were improved significantly by adding a small quantity of CAS as a liquid phase. The mechanical properties with 105% increase in compression strength, 63% increase in fracture toughness and 11% increase in Vickers hardness were obtained. The improvement of mechanical properties was attributed to the improved densification. However, mechanical properties were decreased, while 4 or 5 wt% CAS was added, which was due to the excessive liquid phase. Moreover, *in vitro* bioactivity study carried out in SBF solutions showed the formation of bone-like apatite layer on the HAp ceramics. Meanwhile, the Vickers hardness of the HAp ceramics was decreased slightly after immersion in SBF, indicating excellent mechanical stability. In addition, cell culture was performed with the MG-63 cells, and the results indicated that the cells adhered and spread well. Therefore, the HAp ceramics with CAS were bioactive and biocompatible substitutes, which might be suitable for bone repair.
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